Luminos Agile: Park and Unpark of Digital Imaging Tower

1. **Unpark**: Press and hold the \( P \) on the Opti -Controls of the DIT (Digital Imaging Tower) or tableside. The DIT will move into exam position. (deadman function)

2. Move DIT transversely until lock light displays.

3. Move DIT vertically until compression lock light displays.

4. **Press and Hold** the \( P \) at tableside until DIT is parked (deadman function)