Ortho Scanning on the Luminos dRF

1. SID must be at 150.

2. Acquisition mode: Scanning

3. Table can be upright or flat for scanning (Ortho Exams).

4. Select Patient.

5. Scanning direction is toward the head end for spinal acquisitions and toward the foot end for long leg acquisitions.

6. Fluoro to position and to let system set kV and mAs values.
7. Press and hold this button to put system into position for performing scan technique.

8. After fluoro, press and hold the exposure switch to acquire images (between 20 and 30 images total). Hold exposure until length of anatomy has been exposed.

9. Send ortho images to SMMWP.