1. Click on Patient tab.

2. Click on Examined Patients tab.

3. Load CD.

4. Click on Write CD icon.

5. Highlight patient(s) to be copied to CD.

6. Select recommended format: DICOM XRF/CR, size 1024x1024, and the images to transfer.

7. Select icon to start image transfer.

8. Image transfer dialogue box appears. This is a background function, you may proceed to the next patient while burning a CD.