1. In PEX Editor Click Configuration Tab.

2. Click on Backup/Export Tab.

3. Select C:\PEX_backup.

4. Click on GO and when you get the message Successful backup click on OK.

5. Close out PEX Editor.

www.usa.siemens.com/healthcare